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 Table of 
Methods
Sample collection
All newly-positive MGIT cultures were collected and processed for this investigation, including duplicate specimens from the same patient. All specimens were collected between September 2013 and April 2014 (Table S1) . No other selection criteria were imposed (except Borstel where only the second positive primary culture from MTBC patients was available for processing).
DNA extraction
Inactivated BACTEC™ MGIT™ (Beckton Dickinson, USA) aliquots (1-2 mL) were pelleted through centrifugation at 16100 rcf for 15 minutes. Supernatant was removed and the pellet re-suspended in 1 mL sterile saline before centrifugation at 16100 rcf for 15 minutes to re-pellet the aliquot, and removal of the supernatant. The pellet was then re-suspended in 700 µL of molecular grade water and the suspension mechanically disrupted in Lysing Matrix B (MP Biomedicals, USA) using the FastPrep-24 tissue homogeniser (MP Biomedicals, USA) with three cycles at 6 m/s for 40s. Following disruption the aliquot was centrifuged at 16100 rcf for 10 minutes, and 450 µL of supernatant transferred to a new 1·5 mL tube.
DNA was isolated through precipitation in the presence of 1:10 volumes of 3 M sodium acetate (45 µL) and 1:1 volumes of ice-cold ethanol (minimum 96%; 1 mL) and incubated at -20°C for one hour. The DNA was pelleted by centrifugation at 16100 rcf for 15 minutes. Supernatant was removed, and the DNA pellet washed twice with 70% ethanol before complete removal of the supernatant and air drying at room temperature for 10-15 minutes. The DNA pellet was re-suspended in 50 µL 1x Tris Ethylenediaminetetraacetic acid (TE) buffer at 55°C. 45 µL of the final supernatant was cleaned using Solid Phase Reversible Immobilisation (SPRI) beads (AMPure XP, Beckman Coulter, USA) in a volume of 1·8x beads to eluate (81 µL). Following manufacturer's protocols the bead pellet was washed twice with 70% ethanol and dried at room temperature for 10-15 minutes. DNA was eluted from the SPRI beads in 26 µL 1x TE buffer with 25 µL transferred to a new 1·5 mL tube and stored at -20°C.
Sequencing
Samples were normalised to 0·2 ng/µL following quantitation using the Qubit dsDNA High Sensitivity kit on the Qubit 2·0 Fluorometer (LifeTechnologies, USA). Sequencing libraries were prepared for MiSeq (Illumina, USA) sequencing using the Nextera XT protocol (Illumina, USA, Part #15031942 rev. C, October 2012). Manufacturer's instructions were followed with the following modifications: limited-cycle PCR amplification program was extended from 12 to 15 cycles, and libraries were manually normalised to 2-10 nM based on DNA concentration, or DNA concentration and average library size as measured by the Qubit dsDNA High Sensitivity kit on the Qubit 2·0 Fluorometer and the D1K High Sensitivity Screentape on the 2200 TapeStation (Agilent Technologies, USA). Libraries were pooled in equal volume, denatured according to the manufacturer's protocols and diluted to a sequencing concentration of up to 20 pM. Finally, 12·5 pM PhiX (Illumina, USA) was added at 1% of the loading volume.
Sequence processing
Sequence processing was blinded to clinical information and routine laboratory results. Completed sequencing runs were shared via Illumina BaseSpace and data downloaded to Oxford for semiautomated analysis by a bespoke bioinformatic pipeline ( Figure S2 ). Reads were deposited in the National Center for Biotechnology Information Short Read Archive (BioProject PRJNA268101, BioSample accession numbers SAMN03225300 to SAMN03225373 and SAMN03225375 to SAMN03225393; and all BioSamples in BioProject PRJNA302362).
Firstly, species were identified for each isolate using a gene presence/absence algorithm, developed as follows. The whole genome sequences of 169 commercially available mycobacterium type species were gathered; either through sequencing and assembly with Velvet v1·0·18 or NCBI. Using the assembled genomes, genes were annotated or predicted (Prokka v1·8) and clustered. Unique representatives of clusters were identified using cd-hit (4·5·4) and used to construct a mycobacterium pangenome. Raw reads from the 169 isolates were then mapped against the pangenome (BWA v 0·7·5a) to detect genes that were present only in one species. Those genes were used to generate a catalogue of unique genes for each mycobacterial species and/or cluster. Isolates sequenced throughout this investigation were mapped (Bowtie2 v2·0·0-beta7) to this catalogue of unique genes to identify species. A minimum read-depth of 5 and coverage of 80% was required to affirm the presence of a gene.
If the sequenced isolate was identified as belonging to MTBC, it was subsequently mapped to the H37Rv (GenBank NC000962·2) reference genome with Stampy (v1·0·22; mapped files available on request). Self-self BLAST was used to define repetitive regions, which were masked. Nucleotide calls were made with SAMtools mpileup (v0·1·08) and required a minimum depth of five reads with at least one read in each direction. Median read-depth, based on read length and number of reads mapping to the reference genome, was 73, IQR 36-99. Mapped read depth was assessed using bedtools v2.16.1 and the genomecov option, used to analyse the bam files generated by through mapping ( Figure S3 ). Each mapped MTBC complex isolate was examined for mutations known to confer a resistant phenotype (Table S2) . A minimum sequencing depth of five base calls was required for phenotype to be predicted based on a specific resistance-conferring variant being identified; where minority variant mutations were present with a depth of ≥5 and comprising ≥10% of the total base calls no single base was called and a mixed phenotype was predicted.
Genomic matches were identified using a rapid nearest neighbour finding algorithm. A maximum likelihood tree (R v3·1·2 with ape v3·2) was created from a set of 2191 previously sequenced isolates and the single nucleotide polymorphism (SNP) differences between adjacent nodes of the tree were stored in a database. Previously sequenced isolates were collected and sequenced as part of separate investigations from the Regional Mycobacterial Reference Laboratory, Birmingham, between 1996 and 2012 and Oxford University Hospitals between 2007 and 2012. [1] [2] [3] Also included were previously published sequences from Gardy et al (2011) with a minority of sequences obtained from other available European samples processed between 2011-2013. 4 Newly sequenced isolates could then be queried against the database in real-time, with the algorithm reporting all matches within 20 SNPs of the queried isolate or the single closest match if all differences were >20 SNPs.
Isolates within or equal to five SNPs were considered compatible with recent direct or indirect transmission, given within host evolution and observed genetic differences within known household outbreaks, with isolates 6-12 SNPs distant possibly compatible with transmission. 1 The SNP differences between each queried isolate and the adjacent node were stored in a 'bucket' at the node, allowing new isolates to be iteratively added to the database. This system avoided the high computational cost of tree reconstruction with the addition of each new isolate. Subclades of the tree would need to be recalculated when buckets became overpopulated, but because the number of isolates included in this study was relatively small, no subclade or tree reconstruction was required during the course of this investigation. (Identifying when a subclade or tree would need to be reconstructed is an important question for future work.) All isolates reported as nearest neighbours were compared to the queried isolate by pairwise alignment and maximum-likelihood trees (PhyML v3·0) constructed from concatenated variable sites.
Analysis
Following the full WGS report being issued, data from routine and reference laboratory processing of the same isolate were gathered by local laboratory staff and returned to Public Health England (PHE) Oxford for analysis. All data were fully anonymised.
Data collected from routine and reference laboratories included: the date of sample collection from the patient, or when the sample was received by the routine laboratory; whether the sample was a duplicate (from the same patient) of a previously processed sample; the date that the MGIT became positive; the date that an aliquot of the MGIT was sent to the reference laboratory; the date on which species information was obtained from the reference and/or local laboratory; reference and/or local laboratory species result for the isolate; and for isolates identified as MTBC by the routine laboratory, the date on which drug sensitivity profiles were obtained from the reference laboratory; the drugs tested by the reference laboratory; the drug sensitivity profile of the isolate; the date on which MIRU-VNTR data were obtained from the reference laboratory; and the MIRU-VNTR profile of the isolate.
Data collected throughout WGS processing and analysis included: the date of sample extraction; the date WGS was performed; the date WGS data were shared via BaseSpace; the date of species identification; the date of drug sensitivity prediction; the date of nearest neighbour matching; and the date a full WGS report was returned to the participating centre.
Data were compiled at the John Radcliffe Hospital, Oxford, UK, and analysed in Stata 13·1 (StataCorp, USA). Routine species identification and drug sensitivity profiles were treated as the reference standard for comparison to WGS results; discrepancies were re-tested using routine methods where possible but isolates were not re-sequenced. As specimens were anonymised, primary analysis including comparisons with species and resistance results from routine laboratories was performed for all specimens. Identification of duplicate MTBC specimens was performed by each participating centre, and data regarding the duplication of non-MTBC specimens were not collected. MTBC de-duplication was performed by selecting the first sample taken from each patient (where multiple samples taken from the same patient), or by selecting the second sample where WGS had been re-performed due to sequencing technical failure. Both the full dataset (all specimens) and de-duplicated data set were utilised for outbreak analysis and statistical analysis of drug-resistance. The time for each stage of the diagnostic workflow to complete was compared across routine and WGS processing, excluding isolates where routine processing was not performed in full (for example where, clinical diagnosis was performed based on previously processed isolates from the same patient, as identified by participating centres). Multivariable fractional polynomial logistic regression was performed to identify which quality control measures contributed to WGS sequence processing failure (Stata mfp; exit p=0·05).
Costs
A micro-costing questionnaire based on standard operating procedures and diagnostic algorithms was completed by a regional reference laboratory (the Regional Centre for Mycobacteriology, Birmingham, UK), and a local clinical laboratory performing WGS (Oxford, UK). The local laboratory did not perform the full routine mycobacterial workflow. Other participating centres in the UK declined to participate. Questionnaires were completed by clinical scientists and financial managers. Accuracy of the questionnaire, clinical and WGS workflows, and the associated costs were ensured through expert consultations and interview with clinical scientists performing the tests, and financial managers. The questionnaire gathered bottom-up costs for the full procedure from the clinical sample being received by the routine laboratory to data interpretation and reporting; this included consumables, hardware (computing and laboratory equipment; initial cost, maintenance and proportion of time used for MTBC diagnostics), staff time, staff training time, annual staff turnover, equipment calibration, service contracts, and reported error rates (Table S3 ). For second-line drug phenotyping, only costs based on staff time, consumables and equipment were gathered from the National Mycobacterial Reference Laboratory, London, UK, via interview with clinical scientists. Throughput, used to annualise costs of both diagnostic workflows, was based on reported sample numbers in Birmingham for 2014.
Routine processing of clinical samples was based on procedures at Birmingham, and included sample receipt, MGIT culture, Cepheid Xpert MTB/RIF assay, species identification for MGIT cultures using either the Hain GenoType MTBC or Hain GenoType Mycobacterium CM/AS assays, MIRU-VNTR, phenotyping for first-line drug susceptibility testing (DST) (MGIT culture), Hain MTBDRplus for firstline DST, secondary phenotyping for first-line DST (Lowenstein-Jensen (LJ) media), Hain MTBDRsl for second line DST and sending off drug-resistant isolates for full second-line phenotyping at an external laboratory.
Staff salaries published by the NHS Agenda for Change were taken from the year 2014. Hardware costs were attached to equipment from laboratory price listings (Table S3) . As per guidance of the National Institute for Health and Care Excellence, cost figures do not include VAT. For capital items the cost was spread over the item's predicted lifetime and depreciated using equivalent annual costing with a discount rate of 3·5%. Of the total costs, a 20% rate was added for overheads including items such as general hospital administration, cleaning and electricity. In addition, a rate of 20% for national insurance and superannuation was included in the analysis and it was assumed that staff work 37·5 hours per week and 46 weeks per year.
A sensitivity analysis was performed to assess how pricing changes would affect the cost of overheads, WGS equipment and WGS major consumables. Alterations in the annual throughput of specimens and the specimen batch size of WGS were included, alongside changes in the staff grade performing laboratory work, error rates, and the lifetime of routine and WGS laboratory equipment (Tables S9 and S10 ). Figure S5: Example of prototype sequencing report completed and returned to sequencing centres for each isolate. GUID = Global Unique Identifier; 'Ambiguous' resistotype = mixed phenotype prediction.
Figure S6: Total number of sequencing reads generated per sample; samples categorised according to WGS result using routine laboratory results as reference standard. Successful WGS species identification defined as complete concordance, loss/gain of NTM in co-infection, identification of subspecies. Failed WGS species identification defined as no species identified, loss of MTBC and discordance. The total number or reads were truncated at 7x10 6 . Inverse association between total number of reads and failure (power -0·5); p=0·005. *WGS & routine lab failed: WGS failed owing to low read numbers and/or high levels of contamination with non-mycobacterial DNA; no mycobacterial genes found by species presence/absence algorithm.
Figure S7:
The percentage GC content of each sample; samples categorised according to WGS result using routine laboratory results as reference standard. Successful WGS species identification defined as complete concordance, loss/gain of NTM in co-infection, identification of subspecies. Failed WGS species identification defined as no species identified, loss of MTBC and discordance. Inverse association between GC content and failure (power 1); p<0·001. *WGS & routine lab failed: WGS failed owing to low read numbers and/or high levels of contamination with non-mycobacterial DNA; no mycobacterial genes found by species presence/absence algorithm.
Figure S8:
The predicted probability of WGS failing to identify or incorrectly identifying species depended independently on the number or reads available for mapping (p=0.005) and GC content (p<0.001) based on a multivariable fractional polynomial logistic regression model . 5 This allows the effect of each predictor to vary non-linearly, i.e. for each unit increase in the predictor to have a different impact on the odds of success across the range of values taken by the predictor. Area under the receiver-operating curve =0.90. -8·33  91·34  -8·33  108·68  -8·33  50·47  -8·33  98·77  -8·33  124·19  -8·33  85·26  -8·33  92·84  -8·33  20%  52·39  0  99·66  0  118·55  0  55·05  0  107·75  0  135·47  0  93·01  0  101·27  0  30%  56·75  8·33  107·95  8·33  128·44  8·33  59·64  8·33  116·73  8·33  146·76  8·33  100·77  8·33  109·72  8·33  Annual  throughput   90%  52·90  0·97  102·35  2·71  120·16  1·34  55·28  0·41  110·89  2·91  137·12  1·22  93·24  0·25  104·24  2·92  100%  52·39  0  99·66  0  118·56  0  55·05  0  107·75  0  135·47  0  93·01  0  101·27  0  110%  51·97  -0·79  97·44  -2·22  117·26  -1·10  54·87  -0·34  105·18  -2·38  134·13  -1·00  92·83  -0·20  98·86  -2·39  Error rates  This study*  52·39  0  99·66  0  118·55  0  55·05  0  107·75  0  135·47  0  93·01  0  101·27  0  0%  51·81  -1·10  92·75  -6·92  115·20  -2·83  54·92  -0·24  98·25  -8·82  135·26  -0·16  92·86  -0·16  101·23  -0·05  Equipment  lifetime (years)   5  54·32  3·55  106·51  6·44  123·72  4·17  56·85  3·17  123·27  12·59  141·26  4·09  94·81  1·89  115·83  12·56  10  52·39  0·00  99·66  0·00  118·56  0·00  55·05  0·00  107·75  0·00  135·47  0·00  93·01  0·00  101·27 -10·22  82·25  -17·47  104·02 -12·26 50·15  -8·91  86·71  -19·53  122·61  -9·49  84·93  -8·69  90·36  -10·77  Total upperǂ   N/A  57·26  9·3  110·66  11·04  130·01  9·67  59·86  8·74  119·86  11·24  148·41  9·55  100·99  8·58  112·66  11·25 *Error rates reported during this study were -1% microscopy, 2% MGIT culture, 10% Cepheid Xpert MTB/RIF, 0·05% species identification (Hain ID), 13% DNA extraction for WGS, 4% WGS, 1·4% WGS data analysis, 10% MIRU-VNTR, DST 0·05%. †Cost of MiSeq £83,282·00; Cost of Nextera XT library preparation kit £1,649·06; Cost of 300bp v2 MiSeq sequencing cartridge £560·11.
ǂ Total values are the summation of percentage cost change for the cheapest (lower) and most expensive (upper) of the costs generated during the sensitivity analysis.
